The effects of short wave diathermy, microwave and ultra sonics on demand pacemakers and ventrical inhibited pacemakers.
In 1971 tests were performed by Mrs. D. Bieri, Mrs. J. Heath of the School of Physio-therapy, New South Wales, and Dr. S. Hunyor of the Pacemaker Clinic, Royal Prince Alfred Hospital. Until this time there was no theory regarding diathermy on patients with implanted pacemakers.